
LI-7500A CO2lH 20 ,tnatyzer
Calibration Certifi cate
Serial Number 75H-2514

Date: 13 Nov 2023 Technician
Codc:0

Ru
,. CO2Calibration Values H20 Calibration Valucs

A - 1.639131.12
B= '1.43751E4

C = 7.19245E7

A =  6 . l 4 1 3  t E l
A = 5.2763186
C - -3.4140888

D - "2.52597810 XS = -0.000?
E = 3.428621.12
XS= -0.0004

Z= E.000001i-4

SDt = -0.0062

z= 2.t2000F,-2
'sllt = -o.oz+B

SD2 = -0 3329
SD3 = 2.25t0

:3:_;'.rtl# 
'signarstrensth
B = 3.957
C = 2.440

Zerolspsn sot on 14 Nov 2023
c'Oz Zrrc - 0.9 lO:J
C02 Spdn = 1.0000 (d 762 ptm)
CO2 SFn2- 0 0000
H 2 O Z . , - 0 8 4 5 6
H2O Span =0.9E59(.1 t2 C)
H2OSPan2=0.0000
CX= 41400. WX = 41900
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